We present a low power, on demand Parylene MEMS electrothermal valve. A novel U-shaped thermal resistive element requires low power ($mW) and enables rapid valve opening ($ms). Using both finite element analysis and valve opening experiments, a robust resistive element design for improved valve opening performance in water was obtained. In addition, a thermistor, as an inrush current limiter, was added into the valve circuit to provide variable current ramping. Wireless activation of the valve using RF inductive power transfer was demonstrated.
Introduction
One-shot, disposable microvalves have been widely investigated for many microfluidic applications such as space exploration, 1 polymerase chain reaction (PCR), 2 lab-on-a-chip, [3] [4] [5] and drug delivery 6, 7 (Table 1 ). These valves utilize many activation methods to achieve valve opening and, among them, electrothermal activation is the most common strategy.
2,5-7 Electrothermal valves usually consist of a temporary membrane (or plug) that blocks the flow path and a heater that melts the membrane to open the valve. Depending on the membrane materials used, power consumption can be as high as 2250 mW for a Pt/Ti membrane 6 to 67 mW for a PMMA membrane.
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Other valve operation principles include smart alloys, 1 microspheres, 4 and hydrogels. Generally, one-shot microvalves should have low power consumption, a short time constant, and reliability. 8 In implantable drug delivery systems, low power consumption is critical; these systems rely on batteries or radio frequency (RF) coils for power. Activation of the valve occurs over a period referred to as the time constant 9 and is highly dependent on the design. Devices with widely varying time constants, from $ms to $min, may be selected to suit a particular application. Reliable valve operation and performance are also important design requirements, especially in the case of implantable devices. Our application involves the use of a valve for gating radiotracer delivery in neuroimaging of small animals and requires a singleuse, low power, on demand valve.
Previously, an implantable infusion pump system was investigated that was based on an alternative neuroimaging strategy to achieve real-time neuroimaging of rats. 10, 11 By triggering an offthe-shelf solenoid valve, pressurized radioactive tracer followed by euthanasia were rapidly infused into the systemic circulation.
Areas of elevated cerebral blood flow were immediately labeled and brains were collected, fixed, and imaged using autoradiography. Labeled regions correspond to high activity areas linked to the particular behavior being studied. Thus, animal behavior can be assessed using this combination strategy involving drug delivery followed by imaging.
Many constraints are placed on the valve to meet the specifications for this neuroimaging paradigm. First, our target animal is the transgenic mouse in which many disease models are available. Due to the lack of small form factor valves, the prior system was demonstrated in rats which are much larger than mice (350 g vs. 40 g). The rat pump weighed 32.5 g ($10% of the rat's weight) which was largely due to the solenoid valve and battery required to operate it. By using a microfabricated electrothermal valve, a pump weighing only 2.5 g was possible and suitable for use in mice. This weight requirement also impacts the overall power budget. The target system weight does not allow for a battery, thus wireless approaches were necessary. Furthermore, the low power coupling in air of the wireless system 12 necessitates low power consumption ($mW). To minimize diffusion and nonspecific labeling, the valve must open immediately ($ms) and contribute minimal fluidic resistance to allow rapid radiotracer release. Finally, after the valve is opened, no valve debris should enter the blood stream or obstruct flow. Therefore, in this study, a microelectromechanical systems (MEMS)-based valve was designed to specifically target these requirements.
Design
The electrothermal valve consists of either two-layer (metal/ Parylene) or sandwiched (Parylene/metal/Parylene) thin film composite membranes ( Fig. 1(a)-(c) ). The metal layer contains a resistive element and was deposited on flexible Parylene membranes. In some versions, an additional overlying Parylene layer was added. The thin film Parylene resists loading by the pressure source (drug reservoir) and supports the thin film metal structures while the resistive metal element, once energized, melts the Parylene membrane and opens the valve. Parylene was selected as the membrane material for its mechanical flexibility (Young's modulus $ 4 GPa), biocompatibility (USP class VI material) and compatibility with microfabrication.
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The five different resistive elements share a common U-shaped geometry but have different element line widths (Table 2) . In these designs, a tongue-like flap was included in the metal layer; the purpose of this structure is to strengthen the fold in the Parylene film formed when the freed membrane flap is bent back by the escape of the pressurized contents of the gated fluid reservoir. Fig. 1(d) and (e) demonstrate the valve operation process. Power is transmitted from an activated external primary coil to a secondary coil connected to the valve. Then, current passes through the resistive element and generates Joule heating to melt the adjacent Parylene surrounding the element. The element is designed such that Parylene is melted in a narrow region through part of the circumference of the cannula lumen. Thus, the remainder of the Parylene film is pushed away by the fluid, folding back against the cannula. This piece is supported by a metal-strengthened flap which prevents the Parylene film from washing away or obstructing the fluidic path. Compared to previous electrothermal valves, 16, 17 this improved design requires melting of only the limited Parylene area surrounding the resistive element (instead of melting of the whole valve area) which contributes to a decrease in the power consumption and an increase in the valve opening speed.
Theory and modeling
The valve opening process is achieved through heat transfer from the resistive heating element to the valve membrane material. The mechanical strength of the resistive element plays an important role in valve operation and it must withstand the thermally-induced stress from its supporting membrane during the opening process. Previously, we modeled the mechanical performance of a similar Parylene valve with a different resistive element pattern and demonstrated the mechanical robustness of this Pt resistive element under 1 atm of applied pressure. 16 In this study, two finite element models (FEM) were developed to evaluate heat transfer and thermal stress in our electrothermal valves. First, two transient FEM thermal simulations each with different resistive element geometries were studied for the purpose of improving valve opening by optimizing the heat transfer path to the membrane material. The mechanical performance of the improved valve geometry was further investigated by varying dimensions in six FEM thermal stress simulations.
Thermal modeling
Four major heat transfer routes exist from the resistive element: (1) to the electrical leads, (2) to the Parylene membrane, (3) through the Parylene membrane into fluid (air or water), and (4) through the Parylene membrane into the cannula (Fig. 2(a) and (b)). To simplify the discussion, route 1 and 4 are omitted due to the separation distance and thermal conductivity of these thermal sinks. Route 2 is defined as the heat propagation within the valve membrane and is the critical heat transfer route for valve opening. However, this horizontal heat transfer path (x-direction) within the membrane is much longer than route 3 in the vertical propagation direction (z-direction, radius of Aracil et al. 5 Griss et al. 4 Beebe et al. 3 Maloney et al. 6 Luo et al. membrane compared to thickness of membrane). If a high thermal conductivity fluid (relative to the thermal conductivity of Parylene, e.g. water) is used, most of the heat will flow into this fluid. Under these conditions, opening the valve requires a much higher input power. However, higher applied power may induce larger membrane deformation and increase the risk of element fracture before valve opening. Melting of the entire valve area has been a common valve opening strategy in previous electrothermal valve designs. 6, 7, 16, 17 However, higher heat and power are required and the thin film resistive element may fracture prematurely. Modifying the resistive element design such that it is constrained to the perimeter of the valve area, minimizes the area over which heat transfer is necessary to open the valve and lowers the overall power consumption.
These factors are evident in transient thermal FEM simulations (COSMOSWorks 2007, SolidWorks Co., Concord, MA) that were performed. Two electrothermal valve designs with the same Parylene membrane and different resistive element geometries (A: a serpentine element trace patterned over the entire valve area, and B: an U-shaped trace limited to the perimeter of the valve) were investigated ( Fig. 2(c) and (d)). The simulation parameters are listed in Table 3 . The same power was applied to both elements and air was used as the contact medium. Valve opening occurs when the Parylene membrane temperature is greater than the melting point. Valve A opened after $400 ms and valve B melted in less than 13.3 ms. By 133 ms, valve B reached a stable temperature distribution while the temperature of valve A was still increasing at 400 ms. In addition, a narrow temperature distribution pattern was observed for valve B. As described in the design section, this U-shaped element melts only a small quantity of Parylene instead of melting of the entire valve area. Therefore, based on these simulations, the later design strategy was selected for reduced power consumption and faster valve opening.
Thermal stress modeling
Thermal stress modeling was performed on six valve designs having U-shaped elements (COSMOSWorks 2007, SolidWorks Co., Concord, MA). Valves differed in wire style (straight or serpentine), element material (Pt or Ti), wire width (5 mm or 20 mm), and wire thickness (1000 Å or 3000 Å ) ( Table 4) . In these simulations, electrical power was applied to the resistive traces (40.5 mW) and the corresponding thermal-induced stress distributions over the entire valve area were obtained (Fig. 3) . The maximum thermal stresses in the traces of each valve design are summarized in Table 4 . Valve 4 (straight, Ti, 20 mm wide, and thick 3000 Å wire) possessed the lowest thermal stress (276.2 MPa). In general, lower thermal stresses were present in designs with straight traces. The results suggest that mechanically robust traces are dependent on mechanical properties of the metal and the layout geometry (straight, wider, and thicker traces are preferred). Although the FEM software cannot simulate dynamic stresses that occur during the valve melting and opening, these simpler thermal stress simulations can suggest improvements to the overall design.
A compromise exists between applied power and valve opening performance. While a faster opening may be desired, high applied power risks premature element fracture before complete valve opening. Air was used as the contact medium in the simulations. However, if water or other liquids are applied instead, a higher applied power will be required to open the valve. In both cases, higher power is associated with an increase in temperature. The elevated temperature induces large deformation of the Parylene membrane and high stress on the thin metal film that may result in premature fracture.
Fabrication Valve membrane fabrication
Two electrothermal valves consisting of Parylene/metal or Parylene/metal/Parylene layers were constructed using a surface microfabrication process similar to that reported by Li et al. 16, 17 First, the bottom Parylene C layer was deposited on a 3 inch silicon wafer with native oxide; the oxide layer facilitates Parylene release at the end of the process. Following lithography, metal (Pt or Ti) was e-beam evaporated. Then the resistive element and contact pad were revealed by liftoff. In the case of the Parylene/metal/Parylene construction, another layer of Parylene was deposited and the contact pads were opened using reactive ion etching (O 2 plasma). Valves were manually diced using a fine blade and peeled off the silicon substrate.
Valve packaging
Briefly, a valve was aligned and attached to two short glass tubes (length of 5 mm and inner diameter of 1.0 mm) using lasermachined double-sided adhesive rings (Fig. 4(a) ). Electrical wires were joined to the contact pads using conductive epoxy (Fig. 4(b) ), and a bead of epoxy was applied at the joint to support the assembly (Fig. 4(c) ). Silicone rubber segments (Silastic Laboratory Tubing, Dow Corning, Midland, MI) were connected to the ends of the glass tubes (Fig. 4(d) ). Finally, the entire joint was encapsulated with silicone prepolymer (Sylgard 184, Dow Corning, Midland, MI) and cured at 65 C for one hour (Fig. 4(e) ). The assembly process was performed under a stereo microscope.
Experimental methods
Valve opening performance under various experimental conditions was investigated: material and fabrication (element ID and valve structure), contact medium, mechanical conditions (applied pressure), and electrical conditions (applied current and thermistor). Five resistive element patterns (Table 2 ) and four valve structures with different metals and Parylene thicknesses were tested (Table 5 ). Both air and water were used as contact medium. Some valves were operated under pressurized conditions (200 mmHg) to evaluate their mechanical robustness. Three biasing modes (constant current, current ramping, and wireless) and the use of a series thermistor as an inrush current limiter, were investigated to determine their effect on valve opening performance. Initial experiments were first conducted on freed valves using a custom testing fixture that facilitated control of the contact medium and applied pressure. Then, testing of fully packaged valves was performed.
Valve opening experiments in test fixtures
Custom testing fixtures were laser-machined (Mini/Helix 8000, Epilog, Golden, CO) in acrylic; this fixture allowed control of both electrical connections and mechanical pressure loading such that conditions similar to those imposed on a valve in the actual drug delivery application were easily replicated (Fig. 5) . The experimental conditions are listed in Table 5 . The valve opening process was monitored using a compound microscope and computer-controlled CCD camera (PL-A662, PixeLINK, Ottawa, Canada) system. As listed in Table 5 , this testing apparatus allowed application of mechanical and electrical conditions including: (1) contact medium (water or air) on the bottom side of the valve (2) pressure (200 mmHg), and (3) biasing using a DC power supply or a custom RF inductive power transfer system (2 MHz) specifically developed for biomedical implants.
12 This RF system includes an external 5-turn primary coil (20 cm diameter) and an implanted 5-turn, 1.3 cm diameter Litz-wire secondary coil. A class E oscillator was chosen for the transmitter because it achieves much higher efficiency than In RF experiments, a resistor was first connected to acquire the root-mean-squared (RMS) voltage using an oscilloscope (AFG3021, Tektronix, Inc., Beaverton, OR). The associated RMS current could then be calculated.
Packaged valve opening testing
The opening performance of packaged valves connected to a drug reservoir was investigated (Table 5 and Fig. 5(b) ). Here, Table 4 . The maximum stress sites are circled. The original corresponding patterns were shown in Table 2 .
three valve structures were tested. Constant current or RF power were applied; the thermistor was used in one experiment. The drug reservoir was pre-pressurized with DI water to 200 mmHg. Experiments were conducted with or without an air pocket between the valve and fluid contained in the reservoir.
Results and discussion

Valve opening experiments in test fixtures
Four valve structures clamped in test fixtures were tested under twenty one experimental conditions (conditions 1-21) and the results are summarized in Table 5 . Valve designs were improved through careful design followed by experimental validation in order to achieve the goal of low power operation of valves exposed to pressurized liquid. First, devices having the new refined U-shaped geometry were tested in air (Pt (2000 Å )/Parylene (2 mm) and conditions 1-4 in Table 5 ). As expected, valves were opened successfully and consistent opening currents were obtained for each of the resistive element patterns (A-D). The typical opening time was <1 s; with the fastest at $ tens of ms ( Fig. 6(a) ), which was in close agreement with thermal FEM results ( Fig. 2(d) ). Higher applied current can decrease further the opening times. However, sufficiently large applied currents induced significant thermal stress in excess of the mechanical strength of the resistive elements. Consequently, resistive elements fractured instantly before complete valve opening; this was a common failure mode. As expected, the maximum opening current for patterns B and D (straight) was higher than A and C (serpentine). Successful valve opening was more difficult when water was the bottom medium (conditions 5-20). Water was introduced below the valve but not on the top in order to easily assess the valve condition with a compound microscope; in select cases, water was also introduced on the top side (conditions 14 and 18). As expected, higher currents were necessary to open the valve in water. In initial experiments with Pt/Parylene devices (conditions 5-8), we observed instantaneous fracture of the resistive elements under high currents before complete valve opening. Only one valve opened using constant current biasing of 20 mA. Therefore, an improvement of valve design was required.
Several approaches were investigated to improve valve performance for the intended application, with focus on the appropriate balance between low power operation, valve mechanical strength, and optimal heat transfer. First, fracture of the metal trace was addressed by changing the geometry of the trace (thicker and wider) and the metal (from Pt to Ti). These modifications were supported by thermal FEM simulations (Fig. 3 ). In subsequent experiments described later, delamination of the metal trace was identified as a failure mode (Fig. 6(c) , condition 9). A top layer of Parylene was added or made thicker to better support the metal element. As reported previously, 16, 17 constant current biasing may also induce premature failure of the metal trace prior to valve opening due to the initial current spike. Instead, constant rate current ramping was used to successfully trigger valve opening in the presence of water (condition 10). This approach was associated with a significant increase in opening time and required complex circuitry. So, variable rate current ramping was implemented by simply including a series thermistor as an inrush current limiter (conditions 13, 14, and [16] [17] [18] [19] .
After changing the metal from Pt to Ti and increasing the thickness, delamination in addition to fracture was observed in metal structures following current application (Fig. 6(c) , condition 9). Even when applying a constant rate current ramp, some valves failed in the same manner (condition 10). The large difference in the coefficients of thermal expansion between Ti and Parylene (8.8 Â 10 À6 vs 35 Â 10 À6 K
À1
) may contribute to the detachment but the cause of failure is not well understood. However, in comparison to the thinner Pt elements, these Ti elements survived higher currents indicating that increased metal thickness improved fracture resistance.
A simple solution to prevent detachment was to deposit an additional layer of Parylene (8-10 mm) on top of the otherwise open metal pattern (conditions 11-21). Valves were successfully opened under constant current in water (condition 11) but not when pressure was applied (200 mmHg, condition 12). Also, valves with thicker Parylene did not open consistently in water (condition 15). Given the prior success with current ramping, a thermistor was connected in series to provide variable rate current ramping and limit inrush current. First, thermistors were calibrated to confirm a suitable variation of resistance over time at different currents; note that in the target application, rapid opening is required (Fig. 7) . Variable rate current ramping successfully opened valves with and without pressure that had thicker Parylene and wider metal traces (Fig. 6(b) , conditions Table 2 for key.
b CC: constant current, CR: current ramping, and RF: radio frequency power transfer. 16-17) but not thinner Parylene (condition 13). Interestingly, thinner valves experienced incomplete opening due to the formation of a Parylene balloon (Fig. 6(d) ). The permanent balloons were formed as the valve membrane began to melt. Softened Parylene inflated under pressurized conditions causing the trace to fracture. Without Joule heating, the balloon cooled quickly in the presence of water. Thicker valve membranes and wider traces provided sufficient mechanical support to metal traces to allow complete opening prior to metal fracture, although some Parylene balloons were still observed. In these strengthened devices, the Ti thickness was decreased to maintain similar resistance values.
In two experiments (conditions 14 and 18), water was introduced on both sides of the valve. Both valves experienced instant trace fracture and Parylene balloons as failure modes due to the increased current. Significant heat transfer from the valve to the surrounding medium limits valve application to cases in which air or a small air pocket can be tolerated on one side.
Finally, RF operation of valves was examined ( Fig. 5(a) , conditions 19-21). Operation was successful for pressurized air (condition 21) but not water (conditions 19-20). The water experiments were performed with (condition 19) and without a series thermistor (condition 20). Due to the finite power consumption of the thermistor, the wireless system was unable to supply enough current to trigger the valve. Without the thermistor, partial valve opening and a Parylene balloon was observed. Thus, for practical operation with the current wireless system, air pockets need to be introduced on both sides of the valve (1-20 mL) to separate the water from contacting the valve. However, increasing the RF power is preferred and will also be pursued to accommodate a series thermistor.
Packaged valve opening testing
Completely packaged valves were evaluated and a total of three valve layouts were tested (Table 5 and conditions 22-26). Pressurized valves with Pt and thinner Parylene did not open except in one case which was consistent with the results for the unpackaged valves (Fig. 5(b) , conditions 22-24). Valves having thicker Parylene were operated under RF power transfer (Fig 5(b) ). With a series thermistor, again the power supplied was insufficient to open the valve (condition 25). Successful wireless operation of a completed packaged valve was achieved when an air pocket was introduced between the valve and pressurized water (condition 26). In total, four valves were tested wirelessly with different RMS currents and an air pocket volume (1 or 20 mL). These RMS currents were estimated prior to valve operation through a load resistor and the associated currents were calculated. For a 1 mL air pocket, three valves were tested but none of them opened. The Ti trace remained intact until the pressurized water contacted the valve at which point the valve cooled instantly, the trace fractured, and a Parylene balloon formed. By increasing the air pocket to 20 mL, complete valve opening was obtained (58 mA) and the pressurized water rapidly flowed through the valve. This air pocket volume allowed sufficient time for the valve to open before contact with pressurized water. However, 20 mL of air may not be tolerated by the mouse circulatory system and an air embolus may occur. Therefore, based on the previous results, increasing the wireless system's power to accommodate the thermistor will allow optimal operational conditions for the current valve without requiring the presence of air pockets.
Neuroimaging application
Our Parylene electrothermal valve is an integral component of the mouse infusion pump (MIP) that gates radiotracer release in a real-time in vivo neuroimaging application. The wireless activation of the valve was achieved using a custom RF inductive power transfer system. This system will be further improved in order to power a series thermistor and the valve. Then preliminary animal implants will be performed followed by neuroimaging experiments. The neuroimaging approach is briefly summarized here. A pump is implanted into the animal. Following recovery, animal behavior is monitored and when the targeted behavioral event occurs, an RF signal is transmitted wirelessly to activate the valve and rapidly infuse radiotracer followed by euthanasia agent. Finally, the brain is removed, sliced, and imaged using autoradiographic processing of labeled tissue slices to obtain a 3-D reconstructed statistical parametric mapping.
Freely-moving animals will vary their location as well as their position in these planned experiments. Thus, the wireless activation system must be able to activate the valve regardless of animal position and location within the testing cage. In our previous study in freely-moving rats, we demonstrated wireless activation of an electromagnetic valve.
10-12 Therefore, RF power coupling to different orientations and locations of the implanted coil is expected to be adequate for our future experiments in mice.
Conclusion
We developed a low power, on demand Parylene MEMS electrothermal valve suitable for implantable drug delivery and biological fluid handling applications. The U-shape resistive element melts only a small portion of the valve membrane which decreases the power consumption and increases the valve opening speed. A metal flap was incorporated to strengthen the folded valve membrane and prevent debris from entering the blood stream. FEM thermal modeling predicted a higher temperature increase rate for the U-shape resistive element compared to a serpentine design that spanned the entire valve area. Thermal stress FEM indicated wider and thicker traces with rounded corners improved mechanical robustness. Valves were fabricated using a simple process and packaged with minimal dead volume. Operation was demonstrated in both air and water, with or without pressure. Through FEM and experiments, a robust valve was obtained and optimal operating conditions were determined. Failure modes were identified and addressed. A series thermistor improved the valve opening by optimizing heat transfer. Successful wireless valve operation was demonstrated.
